eng Instructions for Use
Venting Needle (Filtered)
and Chemo-Vent™

Operating Instructions

1. Hold package firmly at tab and peel open while
maintaining aseptic technique.

2. Remove needle guard from needle using a
twisting motion.

3. Insert needle into septum of vial to be vented.

NOTE: Hydrophobic filter maintains asepsis and prevent aerosolized materials from
passing through the filter during filling.

Contraindications
None when used as described in the device’s

Instructions for Use.

Sterile in unopened, Do not reuse device.

STERILE[EO| | undamaged container, via

Ethylene Oxide Process. Single Use

Discard if package is Consult instructions for
damaged. D_’i] use.

This symbol accompanies For sale by or on the order
d the name & address of the (39 ONLY) | of a licensed healthcare

device’s manufacturer. practitioner.
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2514 AP The Hague 0120
The Netherlands

Manufactured by International Medical Industries, Inc.

2981 Gateway Drive, Pompano Beach, Florida 33069 USA

www.imiweb.com

(954) 917-9570

eng Instructions for Use

Venting Needle (Filtered)
and Chemo-Vent™

Operating Instructions

1. Hold package firmly at tab and peel open while
maintaining aseptic technique.

2. Remove needle guard from needle using a
twisting motion.

3. Insert needle into septum of vial to be vented.

NOTE: Hydrophobic filter maintains asepsis and prevent aerosolized materials from
passing through the filter during filling.

Contraindications
None when used as described in the device’s

Instructions for Use.

Sterile in unopened, Do not reuse device.

STERILE[EO| | undamaged container, via

Ethylene Oxide Process. Single Use

Discard if package is Consult instructions for
damaged. D_’i] use.

This symbol accompanies For sale by or on the order
d the name & address of the (39 ONLY) | of a licensed healthcare

device’s manufacturer. practitioner.

Emergo Europe MADE IN USA
Prinsessegracht 20
2514 AP The Hague 0120
The Netherlands

2981 Gateway Drive, Pompano Beach, Florida 33069 USA
www.imiweb.com
(954) 917-9570

l Manufactured by International Medical Industries, Inc.

eng Instructions for Use
Venting Needle (Filtered)
and Chemo-Vent™

Operating Instructions

1. Hold package firmly at tab and peel open while
maintaining aseptic technique.

2. Remove needle guard from needle using a
twisting motion.

3. Insert needle into septum of vial to be vented.

NOTE: Hydrophobic filter maintains asepsis and prevent aerosolized materials from
passing through the filter during filling.

Contraindications
None when used as described in the device’s

Instructions for Use.

Sterile in unopened, Do not reuse device.

STERILE[EO] | undamaged container, via

Ethylene Oxide Process. Single Use

Discard if package is Consult instructions for
damaged. I:E use.

This symbol accompanies For sale by or on the order
u the name & address of the (39 ONLY) | of a licensed healthcare

device’s manufacturer. practitioner.

Emergo Europe MADE IN USA
Prinsessegracht 20
2514 AP The Hague 0120
The Netherlands

2981 Gateway Drive, Pompano Beach, Florida 33069 USA
www.imiweb.com
(954) 917-9570

I Manufactured by International Medical Industries, Inc.

(&

eng Instructions for Use
Venting Needle (Filtered)
and Chemo-Vent™

Operating Instructions

1. Hold package firmly at tab and peel open while
maintaining aseptic technique.

2. Remove needle guard from needle using a
twisting motion.

3. Insert needle into septum of vial to be vented.

NOTE: Hydrophobic filter maintains asepsis and prevent aerosolized materials from
passing through the filter during filling.

Contraindications
None when used as described in the device’s

Instructions for Use.

Sterile in unopened, Do not reuse device.

STERILE[EO] | undamaged container, via

Ethylene Oxide Process. Single Use

Discard if package is Consult instructions for
damaged. I:E use.

This symbol accompanies For sale by or on the order
u the name & address of the (39 ONLY) | of a licensed healthcare

device’s manufacturer. practitioner.

Emergo Europe MADE IN USA
Prinsessegracht 20
2514 AP The Hague 0120
The Netherlands

2981 Gateway Drive, Pompano Beach, Florida 33069 USA
www.imiweb.com
(954) 917-9570

I Manufactured by International Medical Industries, Inc.

(&



Mode d’emploi
Aiguille d’aération (avec filtre) et
Chemo-Vent™
Instructions d’utilisation
1. Tenir I'emballage fermement par la languette et I'ouvrir
en appliguant une technique d’asepsie.

2. Retirer la protection de l'aiguille en la faisant tourner.
3. Insérer 'aiguille dans le septum du flacon a aérer.

REMARQUE : le filtre hydrophobe préserve |'asepsie et empéche les produits aérosolisés
de traverser le filtre lors du remplissage.

Contre-indications
Aucune lorsque l'aiguille est utilisée suivant la description

donnée dans le Mode d’emploi de 'appareil.

Stérile dans son Ne pas réutiliser le
emballage non ouvert @ dispositif.
STERILE[EO] et intact ; stérilisation a

, N Single Use

'oxyde d'éthylene.

Jeter l'aiguille si Consultgr le mode
@ I'emballage est [jg d’emploi.

endommagé.
Vendu par un professionnel
Ce symbole accompagne EPBONLY) | de la santé autorisé ou sur
le nom et I'adresse du ordonnance de celui-ci.
fabricant du dispositif.

FABRIQUE AUX ETATS-UNIS
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